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IMPORTANCE Stenting small-vessel lesions has an increased adverse cardiovascular event risk.
Very thin-strut or ultrathin-strut drug-eluting stents might reduce this risk, but data are scarce.

OBJECTIVE To assess the outcome of all-comer patients with small coronary vessel lesions
treated with 3 dissimilar types of drug-eluting stents.

DESIGN This is a prespecified substudy of the Comparison of Biodegradable Polymer and
Durable Polymer Drug-eluting Stents in an All Comers Population (BIO-RESORT) trial, an
investigator-initiated, randomized, patient-blinded comparative clinical drug-eluting stent
trial. Patients treated with ultrathin-strut sirolimus-eluting stents, very thin-strut
everolimus-eluting stents, or previous-generation thin-strut zotarolimus-eluting stents were
enrolled from December 2012 to August 2015. This multicenter trial was conducted in 4
Dutch centers for cardiac intervention. Of all 3514 all-comer BIO-RESORT participants, 1506
patients with treatment in at least 1 small-vessel lesion (reference vessel <2.5 mm) were
included. Data were analyzed between September 2018 and February 2019.

MAIN OUTCOMES AND MEASURES Target lesion failure at 3-year follow-up, a composite of
cardiac death, target vessel–related myocardial infarction, or target lesion revascularization,
analyzed by Kaplan-Meier methods.

RESULTS In 1452 of 1506 participants (96.4%) (1057 men [70.2%]; 449 women [29.8%]; mean
[SD] age, 64.3 [10.4] years), follow-up was available. Target lesion failure occurred in 36 of 525
patients (7.0%) treated with sirolimus-eluting stents, 46 of 496 (9.5%) with everolimus-eluting
stents, and 48 of 485 (10.0%) with zotarolimus-eluting stents (sirolimus-eluting
vs zotarolimus-eluting hazard ratio [HR], 0.68; 95% CI, 0.44-1.05; P = .08; everolimus-eluting
vs zotarolimus-eluting HR, 0.93; 95% CI, 0.62-1.39; P = .72). There was a difference in target
lesion revascularizations between sirolimus-eluting and zotarolimus-eluting stents (2.1% vs 5.3%;
HR, 0.40; 95% CI, 0.20-0.81; P = .009) that emerged after the first year of follow-up (1.0%
vs 3.7%; P = .006); multivariate analysis showed that sirolimus-eluting stent implantation was
independently associated with a lower target lesion revascularization rate at 3-year follow-up
(adjusted HR, 0.42; 95% CI, 0.20-0.85; P = .02). In the everolimus-eluting stents, the
revascularization rate was 4.0% (vs zotarolimus-eluting, HR, 0.74; 95% CI, 0.41-1.34; P = .31).
There was no significant between-stent difference in cardiac death, target vessel myocardial
infarction, or stent thrombosis.

CONCLUSIONS AND RELEVANCE Patients stented in small coronary vessels experienced fewer
repeated revascularizations if treated with ultrathin-strut sirolimus-eluting stents vs previous
generation thin strut zotarolimus-eluting stents. Further research is required to evaluate the
potential effect of particularly thin stent struts.
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I n small coronary arteries, percutaneous coronary inter-
vention (PCI) is associated with a higher risk of adverse car-
diovascular events1-5 including an increased need for re-

peated revascularization owing to in-stent restenosis.6-8

Depending on the definition used, small vessels have been
treated in 30% to 50% of patients.2,5,9 A higher prevalence of
small-vessel lesions was found in patients with diabetes and
women.2,5,10 With the diabetes epidemic and the availability
of stents with very small lumen diameters, the proportion of
patients treated for small-vessel lesions is growing, which is
reflected in all-comer stent trials reported in 2016.5,9

While first-generation drug-eluting stents (DES) used rela-
tively thick struts, contemporary new-generation DES have sub-
stantially thinner struts. A lower strut thickness may be particu-
larly advantageous in small target vessels because thicker struts
and a smaller minimum in-stent lumen diameter are known to
be independent predictors of restenosis in coronary stents.7,11,12

This can be explained by the greater relative effect of the strut
size on lumen obstruction in small vessels. Therefore, the poten-
tial clinical advantage of a reduction in strut thickness may be
best reflected in the outcome of patients with small target ves-
sels. The 2-year and 3-year outcome data are of particular inter-
est because in new-generation DES, a considerable proportion
of target lesion revascularization (TLR) procedures occur beyond
1 year of follow-up.13,14

Drug-eluting stents with particularly thin struts have
shown excellent clinical results in several randomized trials,15-21

but outcome data in all-comer patients treated in small ves-
sels are scarce. The randomized Comparison of Biodegrad-
able Polymer and Durable Polymer Drug-eluting Stents in
an All Comers Population (BIO-RESORT) trial compares in
all-comer patients 3 types of DES with thin, very thin, or
ultrathin struts, showing favorable event rates at 1-year to
3-year follow-up.16,22,23 In this prespecified substudy of the
BIO-RESORT trial, we assessed 3-year outcome data of all pa-
tients who were treated in small vessels (<2.5 mm in core labo-
ratory measurements) and evaluated the hypothesis that DES
with ultrathin or very thin struts might reduce the incidence
of TLR as compared with a thin-strut DES.

Methods
Study Design and Patient Population
Details of the randomized, investigator-initiated, multi-
center, patient-blinded BIO-RESORT (TWENTE III) trial have
been reported.16 In brief, a total of 3514 all-comer patients with
obstructive coronary disease were randomly assigned (1 to 1
to 1) to treatment with 1 of 3 DES: ultrathin-strut cobalt-
chromium biodegradable polymer sirolimus-eluting stents
(SES; Orsiro, Biotronik) or very thin-strut platinum-
chromium biodegradable polymer everolimus-eluting stents
(EES; Synergy, Boston Scientific) vs previous-generation thin-
strut cobalt-chromium durable polymer zotarolimus-eluting
stents (ZES; Resolute Integrity, Medtronic). More details are
available in the eMethods in the Supplement.

The thickness of the uncoated SES strut is 60 μm in stents
with a lumen diameter of 3.00 mm or less, with an asymmetri-

cal coating distribution (abluminal/luminal coating: 7.4/3.5 μm)
resulting in a thickness of 71 μm of the coated struts. In the EES,
the uncoated struts measure 74 μm in stents less than 3.00 mm;
the coated struts measure 78 μm (abluminal coating only: 4 μm).
In ZES, the uncoated struts measure 91 μm (conformal coating:
5.6μm),resultinginacoatedstrutthicknessof102μm.All3types
of DES were available in sizes ranging from 2.25 mm to 4.0 mm
in diameter and lengths of 8 mm to 38 mm (EES and ZES) or 9 mm
to 40 mm (SES). Further technical details of the stents are pro-
vided in the eFigure and eTable 1 in the Supplement.

The trial complied with the Declaration of Helsinki and the
2010 CONSORT Statement and was approved by the Medical
Ethics Committee Twente and the institutional review boards
of all participating centers. All patients provided written in-
formed consent. Formal trial protocols and a detailed statis-
tical plan can be found in Supplements 2 and 3. In the overall
population of the trial, noninferiority of SES vs ZES and EES
vs ZES was demonstrated regarding the composite primary
clinical end point at 1 year. In this prespecified substudy, we
analyzed the 3-year clinical follow-up data of all patients treated
with stents in small coronary vessels, defined as vessels with
a reference diameter less than 2.5 mm, as measured by quan-
titative coronary angiography in a core laboratory analysis. This
cutoff value was based on previous clinical research that sug-
gested 2.50 mm to be a suitable threshold to identify small tar-
get vessels (Figure 1).5

Procedures, Clinical Follow-up, and Event Adjudication
Interventional procedures were performed according to medi-
cal guidelines using standard techniques. Data monitoring, pro-
cessing of clinical outcome data, and independent clinical event
adjudication (clinical event committee blinded to allocated
treatment) were done by an independent clinical research or-
ganization. Analysts of the clinical research organization Car-
diovascular Research and Education Enschede (Enschede,
the Netherlands), blinded for the used stent type, performed
offline quantitative coronary angiographic analyses with
QAngio XA, version 7.3 (Medis) in all patients, according to in-
ternational standards.

Clinical End Points
The prespecified clinical end points of the BIO-RESORT trial were
defined according to the Academic Research Consortium.24,25

Key Points
Question Are very thin- or ultrathin-strut drug-eluting stents
associated with reduced adverse cardiovascular events in
all-comer patients with lesions in small coronary vessels?

Findings In this small-vessel substudy including 1506 participants
of the 3-arm randomized BIO-RESORT trial, patients experienced
fewer repeated target lesion revascularizations within 3 years after
treatment with ultrathin-strut sirolimus-eluting stents (2.1%)
vs previous-generation thin-strut zotarolimus-eluting stents (5.3%).

Meaning In small-vessel lesions, the implantation of the
ultrathin-strut sirolimus-eluting stent that is examined in the
BIO-RESORT trial may reduce the need for repeated
revascularization.
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The composite end point target lesion failure (TLF) is defined as
a composite of cardiac death, target vessel–related myocardial
infarction (MI), or clinically indicated target lesion revascular-
ization (TLR). Target lesion failure, which is based on these 3 in-
dividual event components with different mechanisms and time
courses, reflects the device and lesion-related part of the entire
spectrum of adverse events that may occur during follow-up.5

Death was considered as cardiac unless an unequivocal noncar-
diac cause could be established. Myocardial infarction was de-
fined by any creatine kinase concentration of more than double
the upper limit of normal, with confirmatory elevated cardiac
biomarkers.25 Target lesion revascularizations were considered
clinically indicated if the angiographic percent diameter steno-
sis of the treated lesion was at least 70% or at least 50% in the
presence of ischemic signs or symptoms. Stent thrombosis was
classified according to the Academic Research Consortium
definitions.24

Statistical Analysis
In accordance with the BIO-RESORT study protocol, 2 main hy-
potheses were assessed: the comparison of ultrathin-strut SES
vs thin-strut ZES and very thin-strut EES vs thin-strut ZES. Data
are reported as mean and standard deviation for continuous
variables and as frequencies and percentages for dichoto-
mous and categorical variables. Continuous variables were as-
sessed with the t test, whereas categorical variables were as-
sessed with the χ2 test or Fisher exact test as appropriate. The
Kaplan-Meier method was used to assess the time to clinical
end point, and the log-rank test was used for between-group
comparisons. Hazard ratios (HRs), with 2-sided confidence in-
tervals, were computed using Cox regression analysis. We per-
formed landmark analyses of all aforementioned end points
by using 1-year landmarks. In addition, we performed a sen-
sitivity analysis of end points that had shown significant
between-DES differences in the overall study population in pa-

Figure 1. Trial Profile

7928 Patients treated with drug-eluting 
stents during study enrollmenta

4383 Not screened or ineligible

31 Excluded
16 Provided oral consent but refused 

written consent
4 Withdrew consent during trial

and refused use of any data
11 Screening failure

2008 Excluded from present analysis 
because of no small-vessel treatment 
(no reference vessel <2.5 mm)

3545 Enrolled and randomly assigned after 
stratification for diabetes

3514 Patients included in BIO-RESORT trial

525 Assigned to ultrathin-strut SES
511 Received assigned stent(s) only

5 Received assigned stent and other stent(s)
8 Received nonassigned drug-eluting 

stent(s) only
1 Received no stent

12
11

Lost to follow-up
Withdrew consent

525 Analyzed
474
28
23

Completed 3-y follow-up
Died
Censored

496 Assigned to very thin-strut EES
486 Received assigned stent(s) only

8 Received assigned stent and other stent(s)
1 Received assigned stent and 

bare-metal stent(s)
6 Received nonassigned drug-eluting 

stent(s) only
0 Received no stent

7
10

Lost to follow-up
Withdrew consent

496 Analyzed
456
23
17

Completed 3-y follow-up
Died
Censored

485 Assigned to thin-strut ZES
471 Received assigned stent(s) only

7 Received assigned stent and other stent(s)
2 Received nonassigned stent(s) only
1 Received no stent

5
9

Lost to follow-up
Withdrew consent

485 Analyzed
448
23
14

Completed 3-y follow-up
Died
Censored

Information on the number of patients treated with drug-eluting stents during
the period of study enrollment is given irrespective of whether these patients
fulfilled the inclusion and exclusion criteria because we do not have reliable data

on the total number of eligible patients. EES indicates everolimus-eluting stent;
SES, sirolimus-eluting stent; ZES, zotarolimus-eluting stent.
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tients with single-vessel treatment. Potential confounders were
identified if in univariate analysis a P value of less than .15 was
found and were entered into a multivariate Cox regression
model using stepwise backward selection. A 2-sided P value
less than .05 was considered significant. Statistical analyses
were performed using SPSS, version 22.0 (IBM Corp).

Results
From December 2012 to August 2015, a total of 1506 patients
were treated in at least 1 small vessel (42.9% of all BIO-RESORT
trial participants) (Figure 1). There were 2283 target lesions,
including 1819 small-vessel lesions. After 3 years, 1452 pa-
tients (96.4%) completed follow-up or had died; 24 patients

(1.6%) were lost and 30 (2.0%) withdrew their consent (all
were censored at moment of dropout).

Patients were aged 34 to 90 years, with a mean (SD) age
of 64.3 (10.4) years. Two-thirds of the study population
presented with acute coronary syndromes (n = 1005; 66.7%)
and 3 of 10 patients were women (n = 449; 29.8%). Most pa-
tients presented with complex target lesions (n = 1186; 78.8%),
and many were treated for at least 1 bifurcated lesion (n = 670;
44.5%). Table 1 presents the baseline characteristics of pa-
tients, lesions, and procedures, which did not show any sig-
nificant difference in clinical patient characteristics between
the stent groups. The small-vessel lesions of the SES group were
significantly more often complex (452 of 636 [71.4%] vs 380
of 602 [63.3%]; P = .002) and less often restenotic (3 of 636
[0.5%] vs 13 of 602 [2.2%]; P = .009), and stent postdilation

Table 1. Characteristics of Patients, Lesions, and Procedures at Baseline

Patients (n = 1506)a

No. (%) P Value

SES EES ZES SES vs ZES EES vs ZES
Age, mean (SD), y 64.9 (10.2) 64.0 (10.6) 64.0 (10.3) .19 .91

Female 158 (30.1) 142 (28.6) 149 (30.7) .83 .47

BMI, mean (SD) 27.3 (4.1) 27.5 (4.2) 27.5 (4.1) .38 .91

Diabetes mellitus 101 (19.2) 106 (21.4) 102 (21.0) .48 .90

Arterial hypertension 250 (47.6) 230 (46.4) 249 (51.3) .24 .12

Hypercholesterolemia 225 (42.9) 186 (37.5) 194 (40.0) .36 .42

Current smoker, No./total No. (%) 133/514 (25.9) 128/477 (26.8) 129/475 (27.2) .63 .90

Family history of CAD 234/498 (47.0) 215/469 (45.8) 233/471 (49.5) .44 .27

Previous

Myocardial infarction 95 (18.1) 87 (17.5) 109 (22.5) .08 .05

PCI 103 (19.6) 93 (18.8) 86 (17.7) .44 .68

CABG 33 (6.3) 42 (8.5) 35 (7.2) .56 .47

Clinical syndrome

ST-segment elevation MI 143 (27.2) 135 (27.2) 113 (23.3)

.45 .50
Non–ST-segment elevation MI 118 (22.5) 104 (21.0) 111 (22.9)

Unstable angina 102 (19.4) 86 (17.3) 93 (19.2)

Stable angina 162 (30.9) 171 (34.5) 168 (34.6)

Multivessel treatment 154 (29.3) 141 (28.4) 157 (32.4) .30 .18

Syntax scores, mean (SD)b 13.7 (8.3) 12.8 (7.9) 12.9 (8.3) .11 .93

At least 1:

Complex lesion 429 (81.7) 381 (76.8) 376 (77.5) .10 .79

Bifurcation 235 (44.8) 218 (44.0) 217 (44.7) >.99 .80

Chronic total occlusion 30 (5.7) 23 (4.6) 30 (6.2) .75 .28

Severe calcification 121 (23.0) 117 (23.6) 124 (25.6) .35 .47

In-stent restenosis 7 (1.3) 12 (2.4) 14 (2.9) .08 .65

Lesion length >27 mm 182 (34.7) 169 (34.1) 189 (39.0) .16 .11

Total stent length per patient, mean (SD), mm 44.6 (31.6) 42.3 (30.6) 45.8 (31.2) .55 .08

Stents per patient, No., mean (SD) 2.1 (1.2) 2.0 (1.2) 2.1 (1.2) .24 .02

Implantation stent, mm

2.25 164 (31.2) 146 (29.4) 172 (35.5) .15 .04

2.50 250 (47.6) 229 (46.2) 234 (48.2) .84 .51

3.00 290 (55.2) 274 (55.2) 275 (56.7) .64 .65

Implantation pressure, mean (SD), atmc 14.9 (2.8) 15.0 (2.7) 14.8 (3.0) .63 .21

IVUS use during index procedure 4 (0.8) 9 (1.8) 7 (1.4) .30 .65

OCT use during index procedure 2 (0.4) 1 (0.2) 3 (0.6) .59 .37

(continued)
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was more often performed in lesions treated with EES (433 of
581 [74.5%] vs 418 of 602 [69.4%]; P = .05). Further charac-
teristics of the small-vessel lesions are presented in Table 1. Dual
antiplatelet therapy duration and intensity were similar be-
tween groups (eTable 2 in the Supplement).

Table 2 and Figure 2 present the clinical outcomes until
3-year follow-up. At 3 years, the device-oriented composite
clinical end point TLF occurred in 36 of 525 patients (7.0%) as-
signed to SES, 46 of 496 (9.5%) assigned to EES, and 48 of 485
(10.0%) assigned to ZES (SES vs ZES: HR, 0.68; 95% CI, 0.44-
1.05; P = .08; EES vs ZES: HR, 0.93; 95% CI, 0.62-1.39; P = .72).
At the 2-year follow-up, there was a significant difference in
TLF between SES and ZES (n = 27 of 525 [5.2%] vs 42 of 485
[8.7%]; HR, 0.59; 95% CI, 0.36-0.95; P = .03). At 3 years, TLR
occurred less often in SES than in ZES (11 of 525 [2.1%] vs 25 of
485 [5.3%]; HR, 0.40; 95% CI, 0.20-0.81; P = .009); after 2
years, there was also a significant difference (9 of 525 [1.7%]
vs 21 of 485 [4.4%]; HR, 0.39; 95% CI, 0.18-0.85; P = .01) in TLR
between SES and ZES (Table 2). In patients with EES, TLR oc-
curred in 19 of 496 (4.0%) at 3 years (vs ZES: HR, 0.74;
95% CI, 0.41-1.34; P = .31). For SES vs ZES and EES vs ZES, there

was no between-group difference in the incidence of cardiac
death, target vessel MI, and stent thrombosis.

Landmark analyses between 1-year and 3-year follow-up
(Figure 3) showed that the difference in TLR between SES and
ZES emerged during the second year of follow-up (1.0% vs 3.7%;
mean difference, −2.7; 95% CI, −4.6 to −0.8; P = .006). Land-
mark analyses comparing EES and ZES showed no significant
difference (Table 2).

Among 1054 study patients who were treated in a single
small vessel, the TLF rate was 7.4% (n = 27 of 371) in SES, 7.5%
in EES (n = 26 of 355), and 9.9% in patients with ZES (n = 32
of 328) (SES vs ZES, HR 0.74; 95% CI, 0.44-1.24; P = .24; EES
vs ZES: HR, 0.74; 95% CI, 0.44-1.24; P = .25). In addition, TLR
was performed less often in patients with SES than in pa-
tients with ZES (2.2% vs 5.0%; HR, 0.44; 95% CI, 0.19-1.02;
P = .049) and in 4.1% of the patients with EES (EES vs ZES: HR,
0.80; 95% CI, 0.39-1.64; P = .55). Multivariate analysis showed
that after adjustment for potential confounders (ie, in-stent
restenosis) the implantation of SES was independently
associated with a lower incidence of TLR (adjusted HR, 0.42;
95% CI, 0.20-0.85; P = .02) at 3-year follow-up (vs ZES).

Table 1. Characteristics of Patients, Lesions, and Procedures at Baseline (continued)

Patients (n = 1506)a

No. (%) P Value

SES EES ZES SES vs ZES EES vs ZES
Small-vessel lesions (n = 1819)d

ACC/AHA lesion type, No./total No. (%)

A 42/633 (6.6) 34/581 (5.9) 40/600 (6.7)

.01 .20
B1 139/633 (22.0) 148/581 (25.5) 180/600 (30.0)

B2 268/633 (42.3) 224/581 (38.6) 226/600 (37.7)

C 184/633 (29.1) 175/581 (30.1) 154/600 (25.7)

Complex lesion (type B2 or C) 452 (71.4) 399 (68.7) 380 (63.3) .002 .05

Bifurcated lesion 222 (34.9) 206 (35.5) 205 (34.1) .75 .61

Chronic total occlusion 24 (3.8) 21 (3.6) 26 (4.3) .63 .54

Severe calcification 113 (17.8) 111 (19.1) 126 (20.9) .16 .43

In-stent restenosis 3 (0.5) 12 (2.1) 13 (2.2) .009 .91

Left main stem lesion 5 (0.8) 10 (1.7) 7 (1.2) .50 .42

Graft lesion 4 (0.6) 5 (0.9) 5 (0.8) .75 >.99

Lesion length, mean (SD), mme 16.61 (10.07) 16.50 (11.26) 16.16 (11.11) .46 .61

Reference vessel diameter, mean (SD), mm 2.11 (0.28) 2.12 (0.28) 2.11 (0.28) .83 .61

Acute lumen gain, mean (SD), mme 1.04 (0.49) 1.08 (0.48) 1.02 (0.48) .48 .05

Total stent length, mean (SD), mm 28.2 (17.7) 27.4 (18.0) 28.3 (19.5) .89 .40

Stents per lesion, No., mean (SD) 1.4 (0.7) 1.3 (0.7) 1.4 (0.7) .42 .10

Predilation performed 516 (81.1) 479 (82.4) 491 (81.6) .85 .69

Postdilation performed 428 (67.3) 433 (74.5) 418 (69.4) .42 .05

Only assigned stent used 620 (97.5) 574 (98.8) 588 (97.7) .83 .14

Abbreviations: ACC, American College of Cardiology; AHA, American Heart
Association; atm, atmosphere; BMI, body mass index (calculated as weight in
kilograms divided by height in meters squared); CABG, coronary artery bypass
graft; CAD, coronary artery disease; EES, everolimus-eluting stent;
MI, myocardial infarction; PCI, percutaneous coronary intervention;
SES, sirolimus-eluting stent; ZES, zotarolimus-eluting stent.
a There were 525 patients assigned to SES, 496 patients assigned to EES,

and 485 patients assigned to ZES.
b According to the Comparison of Biodegradable Polymer and Durable Polymer

Drug-eluting Stents in an All Comers Population (BIO-RESORT) study protocol,

comparisons of SES vs ZES and EES vs ZES were performed. Data were
available in 492 patients assigned to SES, 454 patients assigned to EES, and
450 patients assigned to ZES (not recorded for patients with previous CABG).

c Data were available in 522 patients assigned to SES, 493 patients assigned to
EES, and 481 patients assigned to ZES.

d Of the 1819 small-vessel lesions, 636 were assigned to SES, 581 were assigned
to EES, and 602 were assigned to ZES.

e Data were available in 633 SES-treated lesions, 581 EES-treated lesions,
and 600 ZES-treated lesions.
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Discussion

Main Findings
This secondary analysis of the randomized BIO-RESORT trial
compared all-comers with at least 1 small-vessel lesion treated
with thin-strut, very thin-strut, or ultrathin-strut DES. Drug-
eluting stents with particularly thin struts were found to have
the lowest adverse event rate. During 3-year follow-up, there

was a significantly lower incidence of target lesion revascu-
larization in patients treated with SES than with previous-
generation ZES. This difference emerged during the second year
of follow-up and was confirmed in patients who underwent
single-vessel treatment only (ie, to exclude any potential con-
founding effect of treating additional nonsmall vessels). In ad-
dition, multivariate analysis showed that treatment with SES
was independently associated with TLR. This difference in TLR
contributed to a difference between SES and ZES in the com-

Table 2. Clinical Event Rates During 3 Years of Follow-up

Follow-up

No. (%) HR (95% CI) P Value HR (95% CI) P Value

SES (n = 525) EES (n = 496) ZES (n = 485) SES vs ZES
Log Rank
SES vs ZES EES vs ZES

Log Rank
EES vs ZES

Until 1-y follow-up

Cardiac death 4 (0.8) 5 (1.0) 6 (1.2) 0.62 (0.17-2.18) .45 0.81 (0.25-2.67) .73

Target vessel MI 13 (2.5) 11 (2.2) 14 (2.9) 0.86 (0.40-1.82) .68 0.77 (0.35-1.69) .51

TLR 6 (1.2) 6 (1.2) 8 (1.7) 0.69 (0.24-1.99) .49 0.73 (0.52-2.10) .56

TLF 21 (4.0) 21 (4.3) 24 (5.0) 0.81 (0.45-1.45) .47 0.85 (0.74-1.53) .59

Definite or probable ST 2 (0.4) 3 (0.6) 4 (0.8) 0.46 (0.09-2.52) .36 0.73 (0.16-3.27) .68

Definite ST 2 (0.4) 2 (0.4) 2 (0.4) 0.92 (0.13-6.55) .94 0.98 (0.14-6.93) .98

Until 2-y follow-up

Cardiac death 7 (1.3) 9 (1.8) 10 (2.1) 0.65 (0.25-1.70) .37 0.88 (0.36-2.17) .78

Target vessel MI 14 (2.7) 13 (2.7) 19 (4.0) 0.68 (0.34-1.35) .27 0.67 (0.33-1.35) .26

TLR 9 (1.7) 12 (2.5) 21 (4.4) 0.39 (0.18-0.85) .01 0.56 (0.27-1.13) .10

TLF 27 (5.2) 32 (6.5) 42 (8.7) 0.59 (0.36-0.95) .03 0.74 (0.47-1.17) .20

Definite or probable ST 3 (0.6) 6 (1.2) 7 (1.5) 0.40 (0.10-1.53) .16 0.84 (0.28-2.50) .75

Definite ST 2 (0.4) 3 (0.6) 5 (1.1) 0.37 (0.07-1.90) .21 0.59 (0.14-2.46) .46

Until 3-y follow-upa

Cardiac death 12 (2.4) 12 (2.5) 12 (2.5) 0.92 (0.42-2.06) .85 0.98 (0.44-2.18) .96

Target vessel MI 17 (3.3) 19 (3.9) 20 (4.2) 0.78 (0.41-1.50) .46 0.93 (0.50-1.74) .81

TLR 11 (2.1) 19 (4.0) 25 (5.3) 0.40 (0.20-0.81) .009 0.74 (0.41-1.34) .31

TLF 36 (7.0) 46 (9.5) 48 (10.0) 0.68 (0.44-1.05) .08 0.93 (0.62-1.39) .72

Definite or probable ST 3 (0.6) 7 (1.5) 7 (1.5) 0.40 (0.10-1.53) .16 0.98 (0.34-2.79) .97

Definite ST 2 (0.4) 4 (0.8) 5 (1.1) 0.37 (0.07-1.90) .21 0.78 (0.21-2.92) .72

Landmark analysesb SES (n = 515) EES (n = 482) ZES (n = 472)

Between 1-2 y

Cardiac death 3 (0.6) 4 (0.8) 4 (0.8) −0.3 (−1.3 to 0.8) .62 0.0 (−1.2 to 1.1) .98

Target vessel MI 1 (0.2) 2 (0.4) 5 (1.1) −0.9 (−1.9 to 0.1) .09 −0.7 (−1.8 to 0.5) .25

TLR 3 (0.6) 6 (1.3) 13 (2.8) −2.2 (−3.9 to −0.6) .009 −1.5 (−3.3 to 0.3) .10

TLF 6 (1.2) 11 (2.4) 18 (4.0) −2.8 (−4.8 to −0.7) .008 −1.6 (−3.9 to 0.7) .17

Definite or probable ST 1 (0.2) 3 (0.6) 3 (0.6) −0.4 (−1.3 to 0.4) .29 0.0 (−1.0 to 1.0) .98

Definite ST 0 (0.0) 1 (0.2) 3 (0.6) −0.6 (−1.4 to 0.1) .08 −0.4 (−1.3 to 0.4) .31

Between 1-3 y

Cardiac death 8 (1.6) 7 (1.4) 6 (1.3) 0.3 (−1.2 to 1.8) .71 0.2 (−1.3 to 1.7) .81

Target vessel MI 4 (0.8) 8 (1.7) 6 (1.3) −0.5 (−1.8 to 0.8) .44 0.4 (−1.2 to 2.0) .62

TLR 5 (1.0) 13 (2.7) 17 (3.7) −2.7 (−4.6 to −0.8) .006 −0.9 (−3.2 to 1.3) .42

TLF 15 (3.0) 25 (5.3) 24 (5.3) −2.3 (−4.8 to 0.3) .08 0.1 (−2.8 to 3.0) .96

Definite or probable ST 1 (0.2) 4 (0.8) 3 (0.6) −0.4 (−1.3 to 0.4) .29 0.2 (−0.9 to 1.3) .73

Definite ST 0 2 (0.4) 3 (0.6) −0.6 (−1.4 to 0.1) .08 −0.2 (−1.1 to 0.7) .64

Abbreviations: EES, everolimus-eluting stent; HR, hazard ratio; MI, myocardial
infarction; SES, sirolimus-eluting stent; ST, stent thrombosis; TLF, target lesion
failure; TLR, target lesion revascularization; ZES, zotarolimus-eluting stent.
a According to the Comparison of Biodegradable Polymer and Durable Polymer

Drug-eluting Stents in an All Comers Population (BIO-RESORT) study protocol,
comparisons of SES vs ZES and EES vs ZES were performed. Three-year

follow-up information was obtained from 1452 of 1506 study patients (96.4%)
and analyzed using the Kaplan-Meier method; therefore, the percentages may
differ slightly from straightforward nominator divided by denominator
calculations.

b Patients who were censored before the 1-year landmark are not included.
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posite clinical end point TLF, which reached statistical signifi-
cance between 1-year and 2-year follow-up; over the entire 3
years, there was a numeric difference in TLF that did not reach
statistical significance.

Previous Studies
A meta-analysis21 based on 1-year outcome data found in tar-
get vessels of various sizes no significant difference in TLR rate
between patients treated with ultrathin-strut DES vs thicker-
strut DES.21 As in small-vessel lesions, the strut cross-section
contributes relatively more to the stent-induced luminal ob-
struction, the potential benefit of ultrathin-strut stents may
be most pronounced in such lesions. In addition, the findings
of our study suggest that the meta-analysis21 may not have been

able to show a significant benefit of ultrathin strut stents be-
cause advantages may emerge after the 1-year follow-up.

A small-vessel (≤2.5 mm) subanalysis of the CENTURY-II
trial9 in 525 patients compared a thin-strut SES (80 μm; Ulti-
master; Terumo) vs a thin-strut EES (81 μm; Xience; Abbott Vas-
cular). At 1-year follow-up of that study, there was no signifi-
cant between-stent difference in the rates of TLR (4.0%
vs 5.7%), which might be partly attributed to the similarity in
strut thickness.

The overall incidence of TLR at 2 years in our study is lower
than reported in previous small-vessel studies with new-
generation DES that reported 2-year outcome data. In a sub-
study of the randomized DUTCH PEERS trial,5 comparing the
previous-generation thin-strut ZES (91 μm) with a thin-strut

Figure 2. Kaplan-Meier Cumulative Event Curves for Target Lesion Failure and Its Individual Components at 3-Year Follow-up
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durable polymer EES (81 μm; Promus Element; Boston Scien-
tific), the 2-year incidence of TLR was 4.8% in all-comer
patients with small vessels (n = 798). A 2019 prospective single-
arm small-vessel study26 assessed 70 Japanese non–all-
comer patients, who were treated with a 2.25-mm thin-strut
SES (80 μm; Ultimaster) and found TLR to occur in 4.3% within
2 years. The incidence of TLR in both aforementioned studies
was similar to that of patients treated with previous-
generation thin-strut ZES in our study (4.4%). However, the
patients in our study treated with very thin-strut EES and ul-
trathin-strut SES showed lower rates (2.5% and 1.7%, respec-
tively), which supports the hypothesis that strut thickness mat-
ters for the repeated revascularization risk, in particular in small
target vessels.

Yet a retrospective, observational small-vessel study as-
sessed 1132 patients treated with 2.50-mm thin-strut EES
(81 μm; Xience V or Promus) or thick-strut biolimus-eluting
stents (120 μm; Nobori; Terumo). The 2-year TLR rates were
similar (8.4% vs 8.3%), which might partly be explained by dif-
ferences in clinical presentation between both DES groups.

Overall, the TLR rates were relatively high, which might be re-
lated to the patient population.27

While most small-vessel studies reported 2-year out-
come data, 5-year follow-up data were reported in a post hoc
subgroup analysis in 259 patients with small target vessels
(≤2.75 mm) of a previous trial that assessed the ultrathin-
strut SES.28 While the TLR rates were similar for the ultrathin-
strut SES and the thin-strut EES (Orsiro 8.7% vs Xience 8.9%),
there was a numerically lower rate of TLF in patients treated
with ultrathin strut SES (11.1%) as compared with thin strut EES
(15.5%).28 The lack of a statistical significance may be attrib-
uted to the relatively small sample size as well as the choice
of a more generous cutoff value for defining small vessels,
which resulted in the inclusion of patients with target vessels
between 2.50 mm and 2.75 mm, (ie, patients who are ex-
pected to have a lower TLR risk); these patients were not in-
cluded in our analysis.

A subgroup analysis of a 2017 meta-analysis29 that as-
sessed patients treated with various biodegradable polymer
DES vs durable polymer DES in target vessels of all sizes, treated

Figure 3. Landmark Analyses at 1 Year for Target Lesion Failure (TLF) and Clinically Indicated Target Lesion Revascularization (TLR)

Target lesion failure at 2 y, with landmark at 1 yA

In
ci

de
nc

e 
of

 T
ar

ge
t L

es
io

n 
Fa

ilu
re

, %

Time After Initial Procedure, d

10

8

6

4

2

0
0 60 120 180 240 300 360 420 480 540 600 660 720

P = .009, difference 1-2 y, –2.2 (95% CI, –3.9 to –0.6)
P = .10, difference 1-2 y, –1.5 (95% CI, –3.3 to –0.3)

Sirolimus-eluting stent

Everolimus-eluting stent
Zotarolimus-eluting stent P = .008, difference 1-2 y, –2.8

(95% CI, –4.8 to –0.7)
P = .17, difference 1-2 y, –1.6
(95% CI, –3.9 to –0.7)

Target lesion failure at 3 y, with 1-y landmarkC

In
ci

de
nc

e 
of

 T
ar

ge
t L

es
io

n 
Fa

ilu
re

, %

Time After Initial Procedure, d

10

8

6

4

2

0
0 180 360 540 720 900 1080

Target lesion revascularization at 2 y, with landmark at 1 yB

In
ci

de
nc

e 
of

 T
ar

ge
t L

es
io

n 
Re

va
sc

ul
ar

iz
at

io
n,

 %

Time After Initial Procedure, d

10

8

6

4

2

0
0 60 120 180 240 300 360 420 480 540 600 660 720

P = .08, difference 1-3 y, –2.3 (95% CI, –4.8 to 0.3)
P = .96, difference 1-3 y, 0.1 (95% CI, –2.8 to 3.0)

Target lesion revascularization at 3 y, with 1-y landmarkD

In
ci

de
nc

e 
of

 T
ar

ge
t L

es
io

n 
Re

va
sc

ul
ar

iz
at

io
n,

 %

Time After Initial Procedure, d

10

8

6

4

2

0
0 180 360 540 720 900 1080

P = .006, difference 1-3 y, –2.7 (95% CI, –4.6 to –0.8)
P = .42, difference 1-3 y, –0.9 (95% CI, –3.2 to 1.3)

TLF until 2 years (A) and 3 years (C) of follow-up; TLR until 2 years (B) and 3 years (D) of follow-up. HR indicates hazard ratio.

Research Original Investigation Drug-Eluting Stents With Different Strut Sizes in Small Vessels

666 JAMA Cardiology July 2019 Volume 4, Number 7 (Reprinted) jamacardiology.com

© 2019 American Medical Association. All rights reserved.

Downloaded From: https://jamanetwork.com/ by a Rijksuniversiteit Groningen User  on 07/22/2019

http://www.jamacardiology.com/?utm_campaign=articlePDF%26utm_medium=articlePDFlink%26utm_source=articlePDF%26utm_content=jamacardio.2019.1776


with DES that had stent struts smaller than 100 μm, found no
between-group difference in the occurrence of cardiac death,
MI, or stent thrombosis after a mean follow-up of 26 months.
The results in patients in our study with small target vessels
corroborate the aforementioned findings in patients with tar-
get vessels of all sizes, showing low stent thrombosis rates and
no significant difference in cardiac death, MI, and stent throm-
bosis between durable and biodegradable polymer DES.

Possible Explanations for This Study’s Findings
Some aspects of our findings require further elaboration. Ow-
ing to the difference in strut thickness, the neointimal re-
sponse to strut and polymer coating may have been more pro-
nounced in ZES than in ultrathin-strut SES, most likely because
in ZES there is more material to provoke a biologic response.
Theoretically, in ZES, the presence of a durable polymer may
have promoted and prolonged vessel wall inflammation with
delayed arterial healing, and it may have accelerated the for-
mation of neoatherosclerosis30 As a result of this, plaque bur-
den may be larger, which may have led to more adverse events
such as in-stent restenosis and TLR.

In addition, the same volume of neointimal ingrowth is
much more likely to cause hemodynamically significant lu-
men obstructions in small vs larger target vessels. In the era
of bare-metal stents, an inverse association between vessel size
and angiographic restenosis or TLR was described. There was
a direct association between strut thickness and late lumen loss
and TLR that was most apparent in smaller vessels, suggest-
ing an increased importance of stent strut thickness in smaller
vessels.31 While DES reduced neointimal proliferation and its
association with strut size, thicker DES struts required a lon-
ger time for re-endothelialization and were more thrombo-
genic owing to a disturbed blood flow and shear stress
distribution.32 On the other hand, with increasingly thin struts,
attention has to be paid to maintaining an adequate radial force.
In the specific patient population of our present study, we did
not notice any signal that ultrathin- or very thin-strut stents
might have a clinically relevant problem with insufficient ra-
dial force.

In this study, differences in TLR (and TLF) between
ultrathin-strut SES and thin-strut ZES were seen in particular
beyond 1 year. A stringent cessation of DAPT after 12 months,
which is common practice in the Netherlands, may have con-
tributed to our findings by promoting some ischemic coro-
nary events and related TLR during the second year of follow-
up. In a 2017 trial,17 target vessel MI was the driver of a reduced
TLF with ultrathin-strut SES as compared with thin-strut du-
rable polymer cobalt-chromium EES both at 30 days and 1-year
follow-up. Similarly, large-scale meta-analyses21,33 showed an
advantage in ischemic end points for DES with particularly thin
struts. This may be attributed to less flow disturbance, vascu-
lar damage, and side branch obstruction, caused by particu-
larly thin struts.

Nevertheless, strut width and cross-sectional strut shape
are also important factors that differ between contemporary
devices. In this analysis, no significant difference in target ves-
sel MI was noted, but small vessels have smaller side branches
than large vessels, and obstruction of small side branches may

remain more often unnoticed and may less often cause a sub-
stantial cardiac marker release. In addition, the high rate of
stent postdilation might have reduced the risk of side branch
compromise in all 3 stent groups, and in ZES (ie, the device with
the thickest struts), the round cross-sectional strut shape may
have reduced the risk of obstructing side branches.

Clinical Implications
The findings of our analysis suggest that the ultrathin-strut SES
may reduce the risk of repeated revascularization in small-
vessel lesions, which could have a positive effect on the pa-
tients’ comfort and morbidity as well as health care expendi-
tures. As a consequence, operators may consider strut thickness
as one of the factors when making their choice of DES for treat-
ing small-vessel lesions. Treatment of small coronary vessels
has generally been associated with a higher risk of adverse clini-
cal events, but the definition of a small target vessel has
changed over time. In the eras of bare metal stents and first-
generation DES, a small target vessel was usually classified by
a reference vessel size of less than 3.0 mm, while later the cut-
off value was lowered to 2.75 mm, and in small-vessel trials
published after 2016, a cutoff value of 2.5 mm was used. Coro-
nary lesions that previously were deemed untreatable are now
considered small or very small target lesions, for which small
and very small DES15,34 are available. Owing to innovations in
the field and the availability of DES with very thin and ultra-
thin struts and increasingly smaller sizes, one may expect that
PCI with DES implantation will be even more frequently the
therapy of choice in patients with lesions in small and very
small coronary vessels.

As an alternative to DES, drug-coated balloons can be used
to treat small-vessel lesions. A 2018 meta-analysis35 of 7 stud-
ies with 1824 patients and a mean follow-up of 14.5 months
showed in de novo lesions that drug-coated balloons were as-
sociated with a similar risk of TLR compared with DES. How-
ever, that analysis did not include data from studies with ul-
trathin-strut DES. Further research is required to evaluate
whether ultrathin struts or a no-struts-at-all strategy may be
best for treating small-vessel lesions.

Limitations
The potential signal of lower revascularization rates with
ultrathin-strut SES should be interpreted cautiously because this
hypothesis-generating finding was obtained from a prespecified
subgroup analysis; therefore, no definitive conclusions can be
drawn. We did not collect residual Syntax Score data (ie, after in-
vasivetreatment). Inaddition,duringstudyenrollment,DESwith
diameters of 2.0 mm were not yet available. Nowadays, the suc-
cessor (Resolute Onyx; Medtronic) of the thin-strut ZES of this
study is available in 2.0-mm sizes and has struts with a thickness
of 81 μm (uncoated). It has shown favorable clinical and angio-
graphic outcomes at 1 year, including a single-arm study in 101
patients who were treated with 2.0-mm stents.15,34,36 Finally,
guidance by intracoronary imaging (eg, intravascular ultrasonog-
raphy or optical coherence tomography) can facilitate stent siz-
inginsmallvesselsbutwereinfrequentlyused(overall1.7%);nev-
ertheless, TLR rates were particularly low in this trial vs many
previous studies.
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Conclusions

Patients stented in small coronary vessels experienced fewer
repeated target lesion revascularizations if they were treated
with ultrathin-strut SES vs previous-generation thin-strut

ZES. Study stents differed not only in strut thickness but
also in stent geometry, polymer type, and eluted drug.
Therefore, further research is required to definitely answer
the question of whether the difference in stent strut thick-
ness is the main driver of the observed between-stent
difference.
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Editor's Note

When Can Strut Thickness Really Matter
in Percutaneous Coronary Intervention?
Ajay J. Kirtane, MD, SM; Roxana Mehran, MD

Following the first implants of metallic stents into coronary
arteries more than 3 decades ago, iterations in coronary stent
technology have been rapidly progressive. However, before
they are introduced into clinical practice, new coronary stents

undergo a sequence of test-
ing to establish safety and ef-
ficacy. This typically con-

sists of extensive bench testing and preclinical evaluations,
first-in-man and smaller (typically prospective observa-
tional) studies with surrogate end points, and finally a ran-
domized clinical trial against established comparator de-
vices. If a device can sufficiently generate evidence of safety
and efficacy through that testing sequence, regulatory bod-
ies will then typically approve the device conditional on per-
formance of postmarket surveillance.

Beyond the regulatory processes necessary for device ap-
proval, it has become additionally commonplace for investi-
gators to conduct additional randomized clinical trials of ap-
proved devices to attempt to determine whether there are
clinical differences between them. While the current genera-
tion of metallic coronary stents used in clinical practice has

been deemed more efficacious and safer than predecessor de-
vices, there may be specific scenarios that favor one device over
another. It is in this context that Buiten and colleagues1 re-
port late follow-up from the BIO-RESORT trial, a randomized
clinical trial comparing 3 drug-eluting stent (DES) platforms
that differ not only in the drug delivered and the polymer used
to deliver it but also in stent strut thickness. Stent struts have
been made progressively thinner over time as stent technol-
ogy has iterated and thinner struts have been associated with
greater flexibility (and deliverability) as well as improved clini-
cal outcomes, which are thought to result from less abnormal
coronary flow characteristics (rheology) after implantation.

In the primary reports of this trial, all 3 stents performed
similarly well, with very low rates of repeated revasculariza-
tion over the follow-up period. However, among patients with
smaller vessels (defined by a reference vessel diameter of <2.5
mm) who were treated with these devices, a small treatment
difference emerged in favor of the thinnest-strutted DES. This
is relevant because it supports the hypothesis that the com-
parative contribution of stent strut thickness may be greatest
among vessels that are not adequately sized to tolerate thicker-
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