
Received: 2016.02.11
Accepted: 2016.04.11

Published: 2016.07.20

 1585   —   4   20

Septic Pulmonary Embolism Caused by Infected 
Pacemaker Leads After Replacement of a Cardiac 
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 Patient: Male, 70
 Final Diagnosis: Pacemaker leads endocarditis
 Symptoms: Bacterial lead endocarditis • congestive heart failure • fever • pacemaker dysfunction
 Medication: —
 Clinical Procedure: Pacemaker box replacement due to end-of-service
 Specialty: Cardiology

 Objective: Unusual clinical course
 Background: Cardiac resynchronization therapy (CRT) has been demonstrated to reduce morbidity and mortality in pa-

tients with advanced, drug-refractory heart failure. Procedure-related mortality is less than 1% in larger stud-
ies. Approximately10% of CRT patients have to undergo surgical revision because of infections, dislocations, 
or unacceptable electrical behavior manifested as high threshold, unstable sensing, or unwanted phrenic nerve 
stimulation.

 Case Report: A 70-year-old man with symptomatic congestive heart failure underwent implantation of a biventricular pace-
maker on the left anterior chest wall in 2003 and pulse generator exchange in August 2009. The patient re-
sponded well to CRT. At follow-up, the pacing system functioned normally. In September 2009, in the context 
of a predialysis program, an abdominal computed tomography (CT) scan was performed in another hospital for 
assessment and evaluation of chronic kidney disease. This procedure was complicated with peripheral throm-
bophlebitis that was managed appropriately with complete recovery. Eight months later (May 2010), the pa-
tient was admitted to our hospital with fever, anemia, and elevated infection parameters. During admission, 
blood cultures grew Staphylococcus epidermidis. The chest X-ray, lung perfusion scintigraphy, and CT scan de-
picted pulmonary embolism and infarction. The right ventricular lead threshold was found to be increased to 7 
volts with unsuccessful capture. Echocardiography demonstrated vegetations on leads. The entire pacing sys-
tem was explanted, but the patient expired few days later following percutaneous removal due to multiorgan 
failure.

 Conclusions: In heart failure, replacement of the CRT device may be complicated by bacterial endocarditis. As noted from 
this case report, sudden elevation of the pacing lead threshold should prompt thorough and immediate inves-
tigation to unravel its causes, not only the electrical characteristics but also the anatomical features.

 MeSH Keywords: Cardiac Resynchronization Therapy Devices • Endocarditis, Bacterial • Heart Failure • 
Pulmonary Embolism
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Background

Cardiac resynchronization therapy (CRT) has been demon-
strated to reduce morbidity and mortality in patients with ad-
vanced, drug-refractory heart failure in association with im-
paired left ventricular function (ejection fraction £0.35) and 
prolonged QRS duration (QRS ³150 msec) [1–4]. Procedure-
related mortality is less than 1% in larger studies [5,6], and 
10% of these patients have to undergo surgical revisions due 
to infections, dislocations, or unacceptable electrical behav-
ior manifested as high threshold, unstable sensing, or phren-
ic nerve stimulation. There are hardly any differences reported 
in the incidence of lead infections in primo implanted CRT sys-
tems compared with upgrades to CRT [7]. Lead infections, in 
general, are often complicated by vegetations at the intracar-
diac aspect of the leads including valvular leaflets [8]. Several 
treatment modalities are currently available for pacemaker in-
fections such as conservative measures with intensive antibi-
otics [9], percutaneous transvenous extraction [10], and sur-
gical removal [11] or a combination thereof. We report a case 
of infected pacemaker leads with Staphylococcus epidermidis 
causing septic pulmonary embolism. The patient was referred 
to tertiary hospital for system removal. He died due to multi-
organ failure a few days later after explantation.

Case Report

A 70-year-old man with symptomatic chronic heart failure 
(CHF) with a left ventricle ejection fraction (LVEF) of 27% was 
treated, after a straightforward procedure, with cardiac resyn-
chronization therapy (CRT) on December 8, 2003. Past medi-
cal history was significant for chronic obstructive pulmonary 
disease, chronic kidney disease, anemia, hypertension, and 
permanent atrial fibrillation (AF). For AF with rapid ventricu-
lar frequency that was not responding well to medical thera-
py, a redo His bundle ablation was performed after VVIR pace-
maker implantation on August 8, 2002. Due to development of 
congestive heart failure with reduced ejection fraction (LVEF 
27%), upgrading to biventricular pacing was undertaken on 
December 8, 2003. In 2004, he developed intracerebral hem-
orrhage of the left hemisphere under adequate anticoagula-
tion. He was a good responder to CRT, as evidenced by incre-
ment of LVEF from 27% in November 2003 to 42% in June 2010. 
Because of end-of-service criteria of the pulse generator, an 
exchange procedure was indicated. A few years later (August 
25, 2009), a routine uncomplicated exchange was performed, 
where the CRT device was replaced and the leads, after electri-
cal evaluation, were kept in situ. The lead positions are shown 
in (Figure 1). The pacing threshold was 0.8 volts with pulse 
duration of 0.4 msec, and impedance was 480 ohms during 
pacemaker dependency.

Because of deterioration of chronic kidney disease, the patient 
was scheduled for a predialysis outpatient clinic. An abdomi-
nal computed tomography (CT) scan with adequate prehydra-
tion was performed for further evaluation of chronic kidney 
disease upon recommendation of his nephrologist (September 
30, 2009), which yielded a bilateral renal artery stenosis (50%) 
with small kidneys and cortical loss, and infrarenal aneurysm 
of the abdominal aorta (4.5 cm). His hospital stay was compli-
cated, after venous cannulation, with peripheral thrombophle-
bitis of the upper extremity accompanied with fever that was 
managed appropriately with complete recovery. Further inves-
tigations revealed no other focal inflammation. The pacemak-
er pocket was not infected, and the echocardiography findings 
were negative for possible vegetations.

His medical regimen was continued including oral anticoagu-
lants, amiodarone, bumetanide, atorvastatine, long-acting ni-
trates, barnidipine, and alphacalcidol. His condition remained 
stable until he was admitted on May 22, 2010, to our hospital 
with fever (39.2°C), elevated infection parameters, concomitant 
anemia, and renal function impairment. No redness or swell-
ing of the skin over the pocket was seen. The serial blood cul-
tures were positive for Staphylococcus epidermidis. This may 
be considered as a late complication of the replacement pro-
cedure itself. Treatment with vancomycin and rifampicin was 
initiated. The patient developed severe skin rash with erup-
tions, necessitating the withdrawal of both antibiotics. The 
infection parameters remained elevated. Transthoracic and 
transesophageal echocardiography (TTE and TEE) demonstrat-
ed visible vegetations on the pacemaker leads (Figure 2A, 2B) 
with moderate left ventricular systolic dysfunction. Lung per-
fusion scintigraphy depicted segmental defect of the right 

Figure 1.  Chest X-ray demonstrating cardiomegaly with cardiac 
resynchronization therapy pacing leads (arrowheads) 
and segmental defect of the right upper lobe (arrow).
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upper lobe (Figure 3A). Plain thoracic CT scan revealed pul-
monary infarction of the posterior segment of the right upper 
lobe (Figure 3B), as well as multiple gall bladder stones, sple-
nomegaly, bilateral renal parenchymal loss, and aneurysmal 
dilatation of the abdominal aorta of 4.8 cm.

During the chronic phase of CRT, threshold measurements were 
stable for all leads. Also at replacement no deviations in electrical 
behavior were observed. Follow-up (May 22, 2010) showed an 
increase in the threshold of the right ventricular lead up to 7.0 
volts at 0.5 msec pulse duration accompanied with loss of capture 
and decrease of right ventricular lead impedance (Figure 4A, 4B). 

A B

Figure 2.  Transthoracic (A) and transesophageal (B) echocardiography demonstrating vegetation of the pacemaker lead at the atrial 
and ventricular levels (arrows) and an abnormal high-density mass in the right atrium (arrow).

A B

Figure 3.  (A) Pulmonary perfusion scintigraphy showing segmental defect of the right upper lobe (arrow) and (B) chest computed 
tomography scan, coronal view illustrating segmental defect of the right upper lobe (arrow).
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Left ventricular pacing was the only available option; there was 
no capture possible during right ventricular pacing.

A decision was taken to remove the pacemaker system. The 
transvenous lead extraction was complicated with cardiac, re-
nal, and pulmonary insufficiency necessitating inotropic drug 
treatment, dialysis, and mechanical ventilation. The condition 
deteriorated rapidly and the patient succumbed. Permission 
for autopsy was not given by his family.

Discussion

The present patient developed Staphylococcus epidermidis 
pacing leads endocarditis late after replacement of a CRT de-
vice with concomitant deterioration of renal function and de-
velopment of skin rash as a reaction to antibiotic treatment.

Incidence and prevalence

Bacterial invasion of the cardiac devices is not a rare finding. 
Pichlmaier et al. found high prevalence of asymptomatic car-
riers of bacterial colonization of rhythm management devic-
es [12]. In 47.2% of the patients who underwent elective device 
replacement, bacterial DNA was demonstrated on the device 
and/or the device pocket. Staphylococci were demonstrated in 
only 3.7% of the patients who became symptomatic later [12]. 
In a prospective study of 1744 patients with elective pacemak-
er or implantable cardioverter-defibrillator generator replace-
ment, Poole et al. found major infectious complications requir-
ing extraction of pulse generator and leads in 0.8% of those 
without upgrade and 0.8% of those with upgrade to CRT [7]. 
Sohail et al. reported that cardiac device infections occurred 
after initial device implant in 42% of patients, and after re-
vision or re-exploration this figure increased up to 58% [13].

Microorganisms

Staphylococcus aureus and epidermidis are the most com-
mon infecting microorganisms [8]. The early infections of 

pacemaker pocket and lead endocarditis are mainly due to 
perioperative bacterial infiltration; Staphylococcus aureus is 
commonly seen early after implantation [14]. In contrast, in 
latent delayed pocket infections, Staphylococcus epidermid-
is is the most common infecting microorganism [13,15], as 
was the case in the current patient. Other isolated microor-
ganisms were coagulase-negative Staphylococci, gram-neg-
ative bacilli, Pseudomonas aeruginosa, and Corynebacterium 
species [13,15]. Not only bacterial infections have been in-
criminated in pacemaker lead endocarditis, but also fungal 
Aspergillus infection has been reported [13,16]. Moreover, 
several microorganisms were shown in asymptomatic carriers: 
Pseudomonas (16%), Staphylococcus (11%), Stenotrophomonas 
(10%), Rhizobium (9%), and Propionibacterium (7%) [12]. In 
patients with endocardial vegetations, Staphylococcus aure-
us was isolated in 60% [8].

Predisposing factors

Predisposing factors for infection include hematoma, erosion, 
long duration of procedure, operator’s inexperience, and re-
exploration [17].

Clinical presentations and management

Cardiac device infections present as local discharge, inflamma-
tion or abscess formation, erosion of part of the cardiac device 
system through the skin with subsequent infection, or rare-
ly with endocarditis, sepsis, and positive blood cultures [15]. 
Blood cultures were positive in only 40% of all subjects [13]. 
Cardiac device infections may include lead endocarditis or 
pocket infection. Lead endocarditis may be complicated by sec-
ondary dissemination of septic pulmonary embolism [14,18].

In the series of Sohail et al., extraction of the infected system 
was performed in 94% of subjects [13]. Extraction can be per-
formed percutaneously or after median sternotomy with cardio-
pulmonary bypass [8,14]. High mortality rate (25%) is associat-
ed with retaining the infected system without removal [19,20].
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Figure 4.  (A) Changes in right ventricular (RV) pacing threshold over time and (B) decrease in RV lead impedance.
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Despite improvement and use of sophisticated lead materials 
and designs and superior implantation techniques, infections 
of the pacemaker pocket or leads remain a serious disorder car-
rying a high death rate. The reported overall mortality rate af-
ter long-term follow-up was 26.9% [14]. Device-related endo-
carditis was one of the most common clinical presentations of 
cardiac device infections, found in 23% of patients in the se-
ries of Sohail et al. [13]. Pacemaker endocarditis is complicated 
by a high rate of pulmonary embolism varying from 31.2% [14] 
to 55% [8] of patients, as was found in our present case. There 
is general consensus that once there is pacemaker pocket or 
lead infection with or without lead endocarditis, removal of 
the whole pacemaker system followed by a course of intra-
venous or oral antibiotics results in a favorable outcome [14]. 
Percutaneous transvenous extraction of infected permanent 
endovascular leads is reserved for conditions associated with 
vegetations less than 10 mm [14]. In case of large vegetations, 
surgical removal of the infected system is indicated [8].

One of the major advantages of TTE is noninvasive detection 
of a vegetation, a hallmark of the lead infection. TEE disclos-
es an abnormal appearance on the pacemaker lead in 94% of 
cases [14]. It has been observed that vegetations >15 mm in 
diameter are associated with pulmonary embolic events [8].

Conclusions

In CHF, replacement of the CRT device may be complicated by 
bacterial endocarditis. Extra caution should be taken to pre-
vent the occurrence of such a complication. As noted from 
this case report, sudden elevation of the pacing lead thresh-
old should prompt thorough and immediate investigation to 
unravel its causes, not only the electrical characteristics but 
also the anatomical features.

Acknowledgements

We are grateful to Mrs. M. Badart for providing the echocardio-
graphic images and Mr. H. Schutte, pacemaker technician, for his 
technical support. The authors wish to thank Mrs. A. Geerdink 
and Mrs. L. Gerritsen, librarians of hospital Group Twente, for 
their assistance during the preparation of the manuscript.

Conflict of interest

None to declare.

References:

 1. Cazeau S, Leclercq C, Lavergne T et al: Effects of multisite biventricular pac-
ing in patients with heart failure and intraventricular conduction delay. N 
Engl J Med, 2001; 344(12): 873–80

 2. Abraham WT, Fisher WG, Smith AL et al: Cardiac resynchronization in chron-
ic heart failure. N Engl J Med, 2002; 346(24): 1845–53

 3. Moss AJ, Zareba W, Hall WJ et al: Prophylactic implantation of a defibrilla-
tor in patients with myocardial infarction and reduced ejection fraction. N 
Engl J Med, 2002; 346(12): 877–83

 4. Bristow MR, Feldman AM, Saxon LA: Heart failure management using im-
plantable devices for ventricular resynchronization: Comparison of Medical 
Therapy, Pacing, and Defibrillation in Chronic Heart Failure (COMPANION) tri-
al. COMPANION Steering Committee and COMPANION Clinical Investigators. 
J Card Fail, 2000; 6(3): 276–85

 5. Leon AR, Abraham WT, Curtis AB et al: Safety of transvenous cardiac re-
synchronization system implantation in patients with chronic heart fail-
ure: Combined results of over 2,000 patients from a multicenter study pro-
gram. J Am Coll Cardiol, 2005; 46(12): 2348–56

 6. Block M, Bromsen J. [Effect of CRT on morbidity and mortality]. 
Herzschrittmacherther Elektrophysiol, 2005; 16(1): 32–37 [in German]

 7. Poole JE, Gleva MJ, Mela T et al: Complication rates associated with pace-
maker or implantable cardioverter-defibrillator generator replacements and 
upgrade procedures: Results from the REPLACE registry. Circulation, 2010; 
122(16): 1553–61

 8. Meier-Ewert HK, Gray ME, John RM: Endocardial pacemaker or defibrilla-
tor leads with infected vegetations: A single-center experience and conse-
quences of transvenous extraction. Am Heart J, 2003; 146(2): 339–44

 9. Lopez JA: Treatment of an infected pacemaker pocket with an antimicro-
bial envelope. Ann Thorac Surg, 2010; 89(5): 1639–41

 10. Ruttmann E, Hangler HB, Kilo J et al: Transvenous pacemaker lead remov-
al is safe and effective even in large vegetations: An analysis of 53 cas-
es of pacemaker lead endocarditis. Pacing Clin Electrophysiol, 2006; 29(3): 
231–36

 11. Post JJ, Alexopoulos C, Fewtrell C et al: Outcome after complete percutane-
ous removal of infected pacemaker systems and implantable cardiac defi-
brillators. Intern Med J, 2006; 36(12): 790–92

 12. Pichlmaier M, Marwitz V, Kuhn C et al: High prevalence of asymptomat-
ic bacterial colonization of rhythm management devices. Europace, 2008; 
10(9): 1067–72

 13. Sohail MR, Uslan DZ, Khan AH et al: Management and outcome of perma-
nent pacemaker and implantable cardioverter-defibrillator infections. J Am 
Coll Cardiol, 2007; 49(18): 1851–59

 14. Klug D, Lacroix D, Savoye C et al: Systemic infection related to endocarditis 
on pacemaker leads: Clinical presentation and management. Circulation, 
1997; 95(8): 2098–107

 15. Choo MH, Holmes DR, Jr., Gersh BJ et al: Permanent pacemaker infections: 
Characterization and management. Am J Cardiol, 1981; 48(3): 559–64

 16. Kim HY, Kim CJ, Rho TH et al: Aspergillus infection in a large thrombus of a 
permanent ventricular pacing lead. J Korean Med Sci, 2002; 17(5): 691–94

 17. Da Costa A, Kirkorian G, Isaaz K, Touboul P: [Secondary infections after 
pacemaker implantation]. Rev Med Interne, 2000; 21(3): 256–65 [in French]

 18. Kaul P, Adluri K, Javangula K, Baig W: Successful management of multiple 
permanent pacemaker complications – infection, 13 year old silent lead 
perforation and exteriorisation following failed percutaneous extraction, 
superior vena cava obstruction, tricuspid valve endocarditis, pulmonary 
embolism and prosthetic tricuspid valve thrombosis. J Cardiothorac Surg, 
2009; 4: 12

 19. Rettig G, Doenecke P, Sen S et al: Complications with retained transvenous 
pacemaker electrodes. Am Heart J, 1979; 98(5): 587–94

 20. Zerbe F, Ponizynski A, Dyszkiewicz W et al: Functionless retained pacing 
leads in the cardiovascular system. A complication of pacemaker treatment. 
Br Heart J, 1985; 54(1): 76–79

511

Said S.A.M. et al.: 
Septic pulmonary embolism
© Am J Case Rep, 2016; 17: 507-511

This work is licensed under Creative Common Attribution-NonCommercial-NoDerivatives 4.0 International (CC BY-NC-ND 4.0)


